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In this work, we investigate sensor design approaches for eliminating the effects of parasitic resistance in nanowire
and nanoribbon biosensors. Measurements of pH with polysilicon nanoribbon biosensors are used to demonstrate
a reduction in sensitivity as the sensor length is reduced. The sensitivity (normalised conductance change) is
reduced from 11% to 5.5% for a pH change from 9 to 3 as the sensing window length is reduced from 51 to
11 μm. These results are interpreted using a simple empirical model, which is also used to demonstrate how the
sensitivity degradation can be alleviated by a suitable choice of sensor window length. Furthermore, a differential
sensor design is proposed that eliminates the detrimental effects of parasitic resistance. Measurements on the
differential sensor give a sensitivity of 15%, which is in good agreement with the predicted maximum sensitivity
obtained from modeling.
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Over the past 40 years, Ion Sensitive Field Effect Tran-
sistors (ISFETs) have been widely researched for applica-
tions as ion [1,2], pH [3], and protein sensors [4]. More
recently, nanowire and nanoribbon biosensors [5,6] have
been developed as improved devices because their high
surface-to-volume ratio gives high sensitivity. Nanowires
can be fabricated using bottom-up [7] or top-down
[8-13] processes. The bottom-up approach has the ad-
vantage of simplicity, but there is no precise control of
nanowire size and position, and this makes it difficult to
achieve low resistance ohmic contacts. Top-down ap-
proaches overcome these shortcomings and can be
based around silicon CMOS [14] or thin-film transistor
(TFT) [15] technologies. Both approaches are compat-
ible with mass manufacture and allow heavily doped
contact regions to be incorporated to reduce contact re-
sistance. However, the cost of a biosensor is determined
by the number of steps in the manufacturing process, so
the inclusion of heavily doped contacts increases cost.* Correspondence: izk@ecs.soton.ac.uk
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in any medium, provided the original work is pThe sensitivity of a biosensor is defined as the relative
change in conductance after attachment of the target
biomolecule and is inversely proportional to the doping
concentration in the nanowire or nanoribbon [16]. Con-
sequently, biosensors that are designed for high sensitiv-
ity have a relatively large resistivity, and high values of
contact resistance are likely unless additional heavily
doped contact regions are incorporated into the manu-
facturing process. Moreover, to accommodate measure-
ments in a liquid environment, biosensor metallization
and contact regions are covered with a passivation layer
to protect them from the analyte solution. The passiv-
ated regions are not influenced by the attachment of tar-
get biomolecules to the surface of the sensor and
therefore act as a parasitic resistance. When protein
sensing is performed, the relative current changes can be
rather small for some proteins [15]. In this situation, sig-
nal read-out considerations require sensor operation at
higher currents, where the effects of parasitic resistance
can be important. To date, there have been no published
studies of the effect of parasitic resistance on the per-
formance of nanowire or nanoribbon biosensors.
The aim of this work is to investigate the effects of
parasitic resistance on biosensor sensitivity. Thin-film
polysilicon nanoribbon biosensors are fabricated withis an Open Access article distributed under the terms of the Creative Commons
g/licenses/by/4.0), which permits unrestricted use, distribution, and reproduction
roperly credited.
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the sensitivity is lower for shorter sensing windows.
These results are interpreted using a simple empirical
model that relates biosensor sensitivity to parasitic re-
sistance and sensing window length. Finally, a differen-
tial biosensor design is demonstrated that eliminates the
detrimental effects of parasitic resistance and delivers a
value of sensitivity equal to the maximum predicted by
the model. This high value of sensitivity is achieved
without the need to incorporate heavily doped contact
regions.
Methods
Polysilicon nanoribbon biosensors were fabricated with
different channel lengths using the TFT process de-
tailed in our previous work [6] and measured in dry
and wet ambient. Electrical characterization was per-
formed using an Agilent B1500A I/V-based probe-
station (Agilent Technologies Singapore (International)
Pte. Ltd., Singapore). The sensors were measured in a
Faraday cage enclosure box to minimize interference.
For the characterization of the sensors, electrical con-
tact was made on the TiN electrodes using Cascade
micropositioner probes. The backside of the substrate
was grounded through the probe-station chuck to pre-
vent biasing of the channel through it. Transmission
line measurements (TLMs) were performed on test
structures, and values of sheet resistance (Rs,dry) and
contact resistance (Rc) were extracted to be 448 kΩ/sq
and 447 kΩ, respectively. From these values, the total
parasitic resistance (Rpar) was calculated to be 1.6 MΩ.0 200 400 600
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Figure 1 Normalized conductance change (sensitivity) measured af
window lengths.For wet sensing with pH buffers, a liquid gate was
formed by pipetting liquid in the sensing window while
a potential was applied using a Ag/AgCl electrode
immersed in the solution. pH measurements were car-
ried out using universal buffer mixture (UBM) solutions
of pH 3, 5, 7, and 9. Those measurements were initiated
by introducing pH 9 in the sensor window while apply-
ing a 50 mV bias to a Ag/AgCl electrode and a channel
potential of 100 mV. After a 10 min stabilization time,
the measurement was reset and the buffers were intro-
duced sequentially from high to low pH and back to
high pH to complete a full titration. All sensing mea-
surements were performed at the same sensor biasing
point so that values of sensitivity could be quantita-
tively compared.
Results and discussion
Figure 1 shows the normalized conductance change as a
function of time when the biosensor is exposed to differ-
ent pH buffers for two different TFT biosensors with
sensing window lengths of 51 and 11 μm. For the 51 μm
window sensor, the conductance increases by approxi-
mately 11% for a pH change of 6 units, from pH 9 to
pH 3. A subsequent increase in pH results in a decrease
of conductance back to the original value. A similar,
though smaller, trend is observed for the sensor with the
shorter sensing window of 11 μm with a conductance in-
crease of 5.5% from pH 9 to pH 3. Therefore, the longer
51 μm sensor has a higher sensitivity than the shorter
11 μm sensor. This indicates a relation between sensitiv-
ity and sensing window length.800 1000 1200 1400
e (s)
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Sensing window length = 11 μm
pH 5
pH 7
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ter changes of pH for two sensors with different sensing
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sor dimensions, a simple model is presented in Figure 2.
The model includes three sections; the wet section
(Rsense) where the sensor is exposed to liquid and two
dry sections (Rpar) where it is protected from liquid by
SU8. All sections contribute to the overall resistance (R),
which can be measured directly from electrical measure-
ments. The dry section includes the contact resistance
from the TiN/Si contacts (Rc) and the parasitic resist-
ance of the nanoribbon region covered by SU8 (Rrbd).
The total resistance of the biosensor is:
R ¼ Rsense þ Rpar ¼ Rsense þ 2Rrbd þ 2Rc
¼ Rs;wetLs
W rb
þ 2Rs;dryLd
W rb
þ 2Rc ð1Þ
where Rs,wet and Rs,dry are the sheet resistances of the
wet and dry nanoribbon regions, Ls and Ld are the
lengths of the wet and dry nanoribbon regions, Wrb is
the nanoribbon width, and Rc is the contact resistance
of the TiN/Si contacts. Here, Rs,dry and Rc can beFigure 2 Schematic cross-section and plan views of the polysilicon nameasured using TLM test structures. The dimensions
of the device, Ls, Ld, and Wrb, can be measured optic-
ally. Using (1), Rs,wet can be calculated from the mea-
sured biosensor resistance, R. The sensitivity is defined
as the normalized conductance change and is given by:
Sensitivity ¼ G −G0
G0
¼ 1=R − 1=R0
1=R0
ð2Þ
where R0 and G0 are the resistance and the conductance
at a reference level (pH 9 in this work), respectively.
Figure 3 shows the modeled sensitivity as a function
of sensing window length (solid lines) calculated with
parameters obtained from measurements on a sensor
with a sensing window length of 51 μm. The measured
sensitivities of two devices with sensing window lengths
of 11 and 31 μm are also presented (points). The curves
closely match the measured data indicating that the
experimental data can be modeled with reasonable
accuracy.noribbon biosensor.
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Figure 3 Modeled normalized conductance change (sensitivity) as a function of sensing window length at different values of pH.
The graph also includes measured data from two devices with sensing window lengths of 11 and 31 μm.
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for maximum sensitivity, the normalized conductance
change at pH 3 is plotted in Figure 4 over a wide range
of sensing window lengths. The green line in Figure 4 is
plotted using measured data from the fabricated sensors
and used a parasitic resistance of 1.6 MΩ. For compari-
son, the red and blue lines show predictions for different
values of parasitic resistance of 800 kΩ and 3.2 MΩ, re-
spectively. For an ideal sensor, with a parasitic resistance0 100 200
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Figure 4 Predicted normalized conductance change as a function of wof zero, the sensitivity remains constant with a value of
15.6%. In contrast, for the three sensors with parasitic
resistance, the sensitivity approaches the ideal value at
long channel lengths. In order to achieve a sensitivity of
90% of the maximum (14.1%), biosensor lengths of 85,
185, or 380 μm are required for values of parasitic resist-
ance of 800 kΩ, 1.6 MΩ, and 3.2 MΩ, respectively. This
result shows that to approach the maximum value of
sensitivity, biosensors with long lengths must be used.300 400 500
ow length (μm)
Ω
R
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Figure 5 Schematic illustration of the differential design and measurement configuration. Two sensors are used for the differential
measurement, with long and short sensing windows. The sensors are otherwise identical.
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which predicted that the biosensor sensitivity increased
for shorter channel lengths. However, the model pre-
sented in [16] did not include the effects of parasitic re-
sistance and hence predicts the behavior of idealised,
rather than practical, biosensors.
To maximize the sensitivity, a differential biosensor
design is proposed in Figure 5, which measures the differ-
ence in resistance between the two biosensors with differ-
ent sensor window lengths. As the two biosensors have
equal values of parasitic resistance (Rpar1 = Rpar2) but0 200 400 600
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Figure 6 Measured normalized differential conductance change (sensdifferent window lengths (Rsense1 ≠ Rsense2), subtraction
eliminates the parasitic resistance from the equation. This
differential sensor design therefore should eliminate the
parasitic resistance effects and give the maximum value of
sensitivity.
Figure 6 shows the measured normalized conductance
change as a function of sensor window length for the
differential sensor. The conductance change follows a
similar trend to the results in Figure 1 for the individual
sensors, but the change is larger. The normalized con-
ductance change between pH 9 and pH 3 is 15%. This is800 1000 1200 1400
e (s)
pH 5
pH 7
pH 9
itivity) for the differential sensor after changes in solution pH.
Table 1 Comparison of measured sensitivity of the
differential biosensor with modeled maximum values
(for parasitic resistance equal to zero)
pH value Differentially measured
sensitivity
Predicted maximum
sensitivity
7 6.0% 6.0%
5 11.5% 11.6%
3 15.1% 15.6%
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long sensor and a 174% over the 11 μm sensor.
Table 1 compares the measured values of sensitivity
obtained using the differential sensor design with pre-
dicted maximum values of sensitivity obtained from the
model results in Figure 3. The differentially measured
values of sensitivity are in excellent agreement with the
predicted maximum values of sensitivity for all pH
values. It can consequently be concluded that the differ-
ential sensor design presented here has eliminated the
detrimental effects of parasitic resistance and delivered
the maximum value of sensitivity that is possible for a
given nanoribbon doping concentration.
The sensing window lengths of the devices measured
in this work were chosen so that the performance of the
individual sensors in the differential pair could be separ-
ately demonstrated. The requirement for the differential
sensor to work is that both sensors have the same para-
sitic resistance but different sensing window lengths. In
practice, a smaller differential biosensor footprint could
be achieved if the sensing window length of one sensor
was set to zero. When performing the differential meas-
urement, the zero length sensor would then cancel the
parasitic resistance of the finite length sensor. This ap-
proach allows the differential sensor design to be minia-
turized, while maintaining the maximum sensitivity.Conclusions
This paper has studied the effect of parasitic resistance
on biosensor sensitivity. The results show that a high
value of parasitic resistance reduces the sensitivity of the
sensor, while a long sensing window reduces this sensi-
tivity degradation. A model has been formulated to de-
scribe this relationship and used to identify how the
sensing window length can be chosen to minimize the
negative effects of parasitic resistance. Furthermore, a
differential biosensor design has been proposed, and the
measurements have indicated that the deleterious effects
of parasitic resistance have been eliminated.Competing interests
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